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SIGNAL GENERATORS I-72-G AND I-72-H 
DESTRUCTION NOTICE 

Depending upon the time and materials available, when the 
capture of this equipment by the enemy is certain, completely 
destroy it by one or more of the following means: 

1. Explosives, such as grenades or TNT. 

2. Incendiaries, such as wood, oil, and gasoline. 

3. Axes, hammers, large rocks, or hard heavy instruments 
such as hand generators, dynamotors, etc. 

4. Removal of the chassis from the cabinet and covers from 
generators will facilitate the above means of destruction. 
When this is done, be sure to smash all variable capacitors, 
tubes, and tuning coils. 



SAFETY NOTICE 

The maximum voltage available in this equipment is less 
than 300 volts. Such voltages are not usually regarded as 
dangerous to human life, but may be the source of consider- 
able discomfort or even injury to a person coming in contact 
with them. Care should be taken not to touch those com- 
ponents carrying plate potentials. It is to be noted that no 
interlocks are provided, as no high-potential parts are exposed 
or accessible during operation. 
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Section I 



DESCRIPTION 

Use 



Paragraph 
1 



1. Use. — Signal generator I-72-H* is a radio-frequency oscillator 
for use in alining Signal Corps radio sets. It has a range of 100 



•Signal generator I-72-G is identical to I-72-H. In this manual, wherever 
signal generator I-72-H is mentioned, it will be understood also to include sig- 
nal generator I-72-G. T 
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kc to 32 me (32,000 kc) with 400-cycle modulation. The r. f. output 
voltage with the attenuator set for maximum is over 30,000 microvolts 
on all bands except in the region of 10,000 kc to 20,000 kc where the 
maximum obtainable output may exceed only 10,000 microvolts. It 
operates on 110- to 125-volt, 60-cycle alternating current and is con- 
tained in a metal cabinet which is provided with a removable cover 
held in place by four drawbolts. A leather handle is provided for 
convenience in carrying. The shielded output lead and a spare fuse 
are mounted in clips attached to the inside of the cover. The gener- 
ator consists of a tuned plate oscillator, modulator, attenuators, and 
filament and plate supply. The complete unit weighs 22.2 pounds 
and the overall dimensions are 15% inches long, 6% inches deep, and 
9% 6 inches high. 

Section II 

EMPLOYMENT 



Paragraph 

Installation ' 2 

Preparation for use 3 

Operation 4 
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It. f. and oscillator alinemeut 7 



2. Installation. — Because signal generator 1-72— H is a portable 
test equipment, no special instructions are required for its installation 
other than to make certain that the a-c power source to which it is 
attached is 110- to 125-volt, 60-cycle current. 

3. Preparation for use. — In alining the r. f. circuits of a receiver, 
some form of dummy antenna must be used to prevent undue reaction 
between the low output impedance of the signal generator and the in- 
put circuits of the receiver. Unless other instructions are contained 
in the maintenance instructions for the receiver being alined, the 
I. R. E. dummy antenna as shown in figure 2 may be used. This 
antenna may be built up by using 45 turns of No. 34 DSC wire, close- 
wound on a %-inch form. This should give an inductance of 20/di. 
One capacitor of 200/nf, one capacitor of 400/xf, and a 400-ohm 
noninductive resistor will also be required. The dummy antenna 
should be connected between the signal generator and the receiver as 
shown in figure 2. 

4. Operation. — a. Starting — To start signal generator I-72-H. 
throw the POWER switch up to ON. Set the OUTPUT control to 
MOD. (modulated), UN-MOD., (unmodulated), or 400 ~ position, 
depending on the type of output desired. With OUTPUT control 
set at MOD., the signal generator gives an r. f. output with 
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Figure 1. — Signal generator I-72-H — front view, cover removed. 



200 MMF 
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TL-3602 



Figure 2. — I. R. K. standard dummy antenna- — schematic diagram. 

b. Tuning. — To set the signal generator to any desired frequency 
within its range, ascertain the band in which the desired frequency 
occurs and adjust the BAND SELECTOR switch and frequency 
dial pointer for the frequency desired. As an example, assume that 
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400-cycle audio modulation. With OUTPUT control set at 
UNMOD., the output of the signal generator is an unmodulated r. f. 
carrier. With OUTPUT control set at 400 the signal generator 
output is a 400-cycle a. f. signal without r. f. carrier. 
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the desired frequency is 7.0 megacycles. From the legend is seen 
that this frequency occurs in band No. 4 (3.2 to 10.0 me) and, there- 
fore, is read on the lower scale at 70. Adjust the STEPS control 
and the VERNIER control of the r. f. and a. f. attenuators, marked 
R. F. AND A. F. ATTENUATORS. These controls vary the volt- 
age available at the output jack. More detailed description of the 
attenuator will be found in paragraph 10. To turn the signal 
generator off, throw the POWER switch to OFF. 

5. Use with output meter. — Most alinement work is done with a 
copper-oxide rectifier type a-c meter (output meter) across the audio 
output of the receiver. The effect of various adjustments can also 
be observed by the use of a cathode-ray oscilloscope or a meter in the 
second detector output. Signal generator I-72-H should be used 
with the r. f. output modulated by means of the internal 400-cycle 
oscillator (MOD. position of OUTPUT switch). It is important 
when adjustments are made that the output of the signal generator 
be reduced as the alinement progresses. If this is not done, the 
automatic-volume-control action of the receiver will tend to make the 
response seem broad and misalinement will result. When greater 
sensitivity is required, connect the output meter from the plate of 
one of the output tubes through a .5/xf capacitor, in series, to the 
chassis. Modulated output from the signal generator must he used 
when using an a-c output meter. Some receivers will require the use of 
an unmodulated signal (OUTPUT switch set at UNMOD.) and a 
d-c meter of suitable range connected in the output of the second 
detector circuit. This procedure should be followed when called for 
in the service notes of such receivers. 

6. Intermediate frequency alinement. — a. Procedure. — The 
usual procedure in alining a superheterodyne receiver is first to aline 
the i. f. amplifier, then the oscillator and finally the r. f. amplifier 
and mixer. 



Note. — Some Signal Corps radio receivers require special alinement procedure. 
Consult the Technical Manual or instruction book for the receiver before alining. 



h. Method of connection. — With the output meter connected across 
the audio output of the receiver as shown in figure 3, disconnect the 
lead from the control-grid terminal of the first detector tube. Place 
an isolating resistor of 14 megohm in series with this lead and recon- 
nect to the terminal from which it was removed. This resistor will 
minimize the effect of the tuned circuit upon the stage under test 
while maintaining proper bias on the grid. Connect the signal gen- 
erator to the grid through a 250/x/xf capacitor in series with the output 
lead of the signal generator and connect the shielded braid of the sig- 
nal generator output lead to the receiver chassis as shown in figure 3. 
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INSERT l/» MEG RESISTOR IN SERIES WITH LEAP 
COMING FROM COIL * CLIP GENERATOR DIRECTLY 
TO GRID OF TUBE : 




Figure 3. — Method of connecting signal generator to radio receiver for alinement. 



c. Adjustment of generator . — Set the signal generator to the cor- 
rect intermediate frequency as shown on the receiver chassis or circuit 
diagram. Advance the receiver volume control to its maximum- 
volume position. Advance the r. f. and a. f. attenuator settings 
of the signal generator until an indication is noted on the output 
meter or a signal is heard in the loudspeaker. If no indication is 
noted with all output controls in their maximum position, the receiver 
may have been previously alined at another frequency. Turn the 
frequency dial of the signal generator slightly to one side and then 
to the other until a response is noted. This will indicate the 
frequency to which the receiver has been adjusted. If no response 
is noted, it is an indication that the i. f. system is badly out of 
alinement and stage-by-stage alinement will be necessary. Start at 
the grid of the tube that precedes the second -detector and aline each 
stage in turn, until the entire i. f . system is in tune. Reduce the 
output of the signal generator as the alinement proceeds to reduce 
the effect of the automatic-volume-control system. Keep it low 
enough so that the fluctuation of the output meter is just readable. 
Check over all trimmers a second time to be sure of the best possible 
alinement. 



7. R. f. and oscillator alinement. — a. Procedure . — Before pro- 
ceeding to aline the r. f . and oscillator circuits of a superheterodyne 
receiver, consult the service notes and circuit diagram of the receiver 
for the correct frequencies at which the alinement should be made 
and for proper connection of the signal generator to the receiver 
antenna connector. In the absence of such instructions, select two 
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frequencies, one slightly above the low end and the other slightly 
below the high end of each frequency range of the receiver. Con- 
nect a .1/xf capacitor in series with the signal generator lead. If 
the receiver band covers the broadcast range these points will be at 
1,400 and (>00 kc, while the short-wave bands will be at correspond- 
ing points on the short-wave dial scale. 

b. High frequency . — Set both the signal generator and receiver 
dial to the higher frequency alinement point first and adjust the 
oscillator trimmer until a response is indicated. Adjust the 1st 
detector and r. f. trimmers for maximum response. The output 
of the signal generator must be reduced as the various circuits are 
brought into alinement. 

e. Law frequency . — Now set the signal generator at the low fre- 
quency point and tune the receiver dial until a response is indicated. 
This point should agree with the dial calibration. If an oscillator 
padder capacitor is employed in the receiver, adjust it while slowly 
rocking the tuning capacitor of the receiver back and forth until 
maximum signal is indicated. Recheck the oscillator trimmer at 
the high-frequency point and readjust if necessary. The low-fre- 
quency point should also be readjusted as these two oscillator ad- 
justments are not independent. 

d. Final check . — (1) The receiver dial calibration should now 
check with that of the signal generator. If the calibration does 
not check, one of the following faults is indicated : 

(a) The i. f. amplifier was not alined to the frequency for which it 
was designed. 

(b) The proper alinement procedure was not carried out. 

( c ) The inductance of one of the r. f. coils is incorrect. 

(d) The spacing of the r. f. sections of the variable tuning capaci- 
tor is incorrect. 

(2) Unless replacement of the indicated parts in (l)(c) and (d) 
above has been made, these two possibilities can safely be eliminated. 
Point (1) (b) should be checked by repeating the alinement opera- 
tions. 

Section III 



FUNCTIONING OF PARTS 

Paragraph 
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Radio frequency filters 11 

Power supply 12 



8. Tuned-plate oscillator. — This consists of tube VT-94— D. 
mounted on a bracket in close association with the variable capacitor 
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C-l and the roto-inductor coil system, operating as a tuned-plate 
oscillator. The shaft of capacitor C-l extends through the front 
panel and carries the pointer for the frequency calibrated dial. The 
turntable of the roto-inductor coil system is rotated by a knob at- 
tached to a shaft extending through the panel. This control has 
band indications numbered 1 to 5 indicating the frequency range as 
follows : 



Frequency range 
100 kc to 320 kc 
320 kc to 1000 kc 

1.0 me to 3.2 me 
3.2 me to 10.0 me 

10.0 me to 32.0 me 

Bands 1. 3. and 5 are read on tin* upper part of the frequency cali- 
brated dial and bands 2 and 4 are read on the lower part of the dial. 

9. Modulator. — Tube VT-76 mounted on the vertical partition, 
together with the modulation transformer T-2 and the .5^f capacitor 
C-7, constitute the 400-cycle internal oscillator and provide the neces- 
sary energ} 7 to modulate the radio frequency oscillator approximately 
30 percent. The output of this audio oscillator is also available 
through the attenuators and output jack. 
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10. Attenuator. — The attenuator is built in two sections in the 
round shielded compartments at the lower right of the chassis as 
shown in figure 6. The first section R-5, R-6, R-7, and R-8 consists 
of four steps, each giving increases of approximately 10 to 1 per 
step as the control is advanced from 1 to 4. The second section R-9 
is a vernier to permit closer adjustment of the output levels between 
adjustment obtainable with the STEPS control. Maximum out- 
put is obtained when the STEPS control is set at 4 and the 
VERNIER control is set at the extreme right or clockwise position. 
When using the 400-cycle oscillator output through the attenuator, a 
maximum of approximately 1.2 volts is available. With the step 
attenuator in position 1, audio output will be zero. 

11. Radio frequency filters. — Frequency traps L-l and L-2 are 
provided to keep r. f . strays at a minimum. The r. f . choke L-2 pre- 
vents the outward flow of r. f. currents from the plate circuit while 
r. f. choke L-l, in combination with the two .005/i.f capacitors C-4 
and C-5, performs the same function for the filament circuit. 

12. Power supply. — The power supply consists of tube VT-80, 
power transformer T-l, filter choke L-4 and two 4/if capacitors, C-8 
and C-9. In addition, two .ljuf capacitors, C-10 and C-ll are em- 
ployed across the power transformer primary to block r. f. currents 
from the power line. The attachment plug, attached to the power 
cord, may be plugged into any 110- to 125- volt, 60-cycle, a-c source. 

Section IV 
MAINTENANCE 

Paragraph 
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13. Parts replacement. — In the event that replacement of any 
of the fixed capacitors of signal generator I-72-H should become 
necessary, this work should be done only by qualified personnel. Care- 
ful attention should be paid to the manner of installation and the 
heavy short leads and well sweated joints should be duplicated care- 
fully. To install a new fuse, turn the fuse retainer marked FUSE, at 
the lower right of the panel, in a counterclockwise direction and screw 
it all the way out. If the fuse is defective, replace it with the spare 
fuse secured by a clip to the inside of the cover of the signal generator. 
Do not replace the fuse until the cause of its having burned out is 
located and remedied. Replace the spare fuse as soon as possible. 
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14. Tube replacement. — Either tube VT-80 or tube VT-76 may 
be replaced without affecting the calibration of the instrument. Ordi- 
narily, this is also true of tube VT-94-D although the frequency cali- 
bration should be checked after changing this tube before further use 
is attempted. If the calibration of the signal generator is thrown 
off by the replacement of tube VT-94-D, normal operation of the sig- 
nal generator for a period of 24 to 48 hours will age the tube and 
usually restore the instrument to calibration. Calibration change will 
be most noticeable at the high-frequency end of band 5. Small changes 
in calibration can be corrected by means of the trimmer capacitor 
adjacent to each coil and accessible through the upper adjustment port 
in the oscillator shield can (see fig. 6) . The chassis may be withdrawn 
by removing the fourteen binding-head screws which are at the edge 
of the front panel. The chassis is then removed by tilting the case 
forward. 

15. Recalibration. — Under no circumstances should recalibration 
be attempted unless frequency standards of known accuracy are 
available. Do not conclude that the generator frequency is incor- 
rect unless it lias been checked against more than one standard. 
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covers removed. 



as it is possible that the standard, may be at fault. Only qualified 
personnel should attempt to recalibrate this instrument. Atten- 
tion is directed to the adjustable iron core in each coil for the con- 
trol of its inductance and to the five trimmers on the turntable 
assembly for control of the capacities of the individual bauds. Ad- 
justment should be made preferably through the two access ports 
provided in the rear of the oscillator shield can, with the shield in 
place (see fig. fi). Although the two adjustments for each band 
are not completely independent, it may be said that the iron slug 
has the greater control over the low -frequency end of each band 
and the trimmer over the high-frequency end. After the iron slug 
has been adjusted, the jam nut should be reseated to prevent shift- 
ing of the adjustment. 

16. Care of coil contacts, — The coil contacts are silver plated and 
should not be cleaned with sandpaper or other abrasives. These 
contacts may be cleaned with carbon tetrachloride or alcohol. After 
cleaning, tin* contacts should be coated with a light coating of 
petroleum jelly. 
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I 

17. Voltage and resistance readings. — See figure 7. 




Figukb 7. — Resistance and voltage measurements from tube sockets to chassis. 



18. Commercial equivalents of VT tubes. 



Signal (■<> rps types Commercial equivalents 

VT-76 70 

VT-80 80 

VT-94-D 6J5-GT 



Section V 

SUPPLEMENTARY DATA 

Paragraph 



Table of replaceable parts 19 

List of manufacturers 20 



Digitized by Google 



u 



Original from 

UNIVERSITY OF CALIFORNIA 






19. Table of replaceable parts. 



19 



Digitized by 



SIGNAL CORPS 



0 
£ 
b£ 
| 

1 



|| 

tx o 

SO 



fl -ft 

o 

O 



05 

r— I 

o 

CD 



4 ft 

c i o' 



a 

3 

Pu 



t-h (M 



CO <M NH 



1 1 
1 1 
1 1 
1 1 
1 1 
1 1 
1 1 


1 

1 

1 

1 

1 

1 

1 


1 

1 

1 

1 

1 

1 

1 


I I 
I I 
i i 
i I 
i i 
i i 
i i 


1 1 1 

1 1 1 

1 1 1 

1 1 1 

1 1 1 

1 t 1 

1 t t 


1 

1 

1 

1 

I 

I 

t 


l 1 i i 
lilt 
iiii 

till 

iiii 

iiii 

iiii 


i oo 


1 

i 


1 


i i 


1 

l id CD 


o 


rH (M CO ^ 


1 o 


1 


1 


I i 


i iO tO 


to 


iO to to to 


1 o 


1 


1 


i I 


1 t-H i-H 


r— 1 


HHHH 


1 lO 
> <N 


1 

1 

1 


1 

1 

1 


i i 
i i 
i t 


i <N <N 

i 

i 


<N* 


<N <N <M* <N 


1 H 




rJH 


Ttl 


r-H i-H 


i—i 


iiii 

iiii 



43 

cn 



2 

43 

0 

o 

© 

© 

p 

0) 

P 

cr 

2 

ft ' 



O 

43 

*3 

3 

ft 

3 

o 

b£) 

a 

E 

p 

o 

© 

’3 

a 



Ph 
© 
43 

s 

43 

a 

© 

a 

j3 
2 

^ 43 

P O 

|s| 

® Oh 



T3 

3 



© 

fl 

© 

P 

cr 

2 



O 

tJ 



a 

3 

© 



0 **= 

2^ 
T- LO 

S^-H 

£S« 
« §.2 

a .a 

§ ^3.<4-T 

=*. a- 

-sS 

3 0 
L> O 



i © 

3 CL 

ft k 

43 

f-T 

3 



P 

,0 

p 

43 



=1 

3. 

O 

CO 

I 

o 



»o 

-H 

tS 

© 

a 

3 

A 

of 

H~3 



►> o' „ 

it 8^5^ 

0 OhPh<M§ 

© ^ o 



CQ 

cq 

3 

P, 

> 

£» 

E 

a 

p 

CQ 

© 

3 



ft 

P$ 



Ph 

o 

43 

*3 

3 

D, 

3 

© 

bC 

g 

‘3 

o 

43 

.2 

*3 

p 

< 



© 

3 

a 

3 

© 

Ph 

© 

+3 



E 

a 

p 

OQ 



Ph -S 
© Ph ~ 

I* 

Ph 



of 

P 

3 

in 

*3 

Ph 

-Q 



l 

P 

O 

p 



© 

a 

43 



n.(M © 

I 55 * 

. jp o q 

ph © a 2 
© . > - 
CL^ i ~r 



J-H M 

>>43 
© 



1 <4 3 .t; © 

I ^ps S ® 

> . 

O-ftO ftorn 
-‘CSS 



: o o © ■ hh 

i<m©c^ -rjf 2 <n 

1434 *2s= 

^43 ^i— t *4ft 



3.^ 

*D 



3. 



Ph 

© 

43 

s 

© 

p 



ft 

Pi. 



o 

T3 



Ph 

© 

a 

3 

a 



p 
o 
p 

^PQ 

<N 

5== = 

o © o 

<N ftP 
^ > 



• ft 

i CL 
1 P 
© cq 

2 e 

-4 43 

« 3 

^E 

© 

43 . 

f [— 1 © 

CQ 

O 



43 

© . Ph’ 

3^^ 

^3 cc * 



‘o 

© 

o 

43 

3 

f— H 

‘3 

X 

O 



P5 



rp 

o 

© 

© 

O 

© 

© 

O O 

a 

o 

Jh 



o 



© 

p 

o 



CQ 

O 

43 

© 

'O’g 
.H 3 

X! 

4h (-H 

°13 

3 

43 © 
© 
z/l 



a 



Ph 

O 

43 

‘3 

3 

Dh 

3 

o 



% 



O 

'O 



o 



o 

T3 






O 

'O 



o 

T3 



O 

O 



a . 

ft c 
O^ 

— Jil 

Oo o 

o o 

.Sf# 

CQ 



> 

O 

H 

o 

05 

Q 

CO CO 



lO 

rH 

Q 



o 

o 

05 

Q 

CO 



05 

X 

Q 

CO 



05 

o 



I o 

LO r-H 

QQ 

CO CO 



05 05 T-I 1 <N 

O OQQ O 



I 

to 

-< HH HH ^ ^ CO CO CO 

Q Q QQ Qpc^ 

CO CO COCO CO CO CO CO 



7 

PQ PQ< 



Si iww W 
4° “ 



0<N(N (N 

Ph »C iO 

^ 00 00 00 



ft c 



I I 
I I 
I I 



(M 



CO 



6 6 6 6 



Google 



I I l 

tO CD t> 

l 1 1 


I 

00 

1 


iO 
05 i-3 

1 | 


66 6 


6 


1 1 
OO 


12 







i i i 

i i i 

i i i 

H | I 

^ r-H (N 



Jb 



(M ec tp i« 
I I I I 



Original from 

UNIVERSITY OF CALIFORNIA 




SIGNAL GENERATORS 1-7 2-G AND H 19 



I 



<0 


1 

t 


1 

1 


1 

1 


1 

1 


1 

1 


1 

1 


1 1 
1 1 


CO 


t*H 


40 






1—1 




0 


1 


1 


1 


1 


1 


1 


1 1 


Tt< 


i-H 


0 


0 


04 


1 -H 


04 


0 


1 


1 


1 


« 


1 


1 


1 1 


0 


O 


0 


0 


O 


O 


1 1 f-H 


CO 


1 


1 


1 


1 


1 


1 


1 1 


oi 


00 


40 


d 


l> 


CO 


1 1 


rH 


1 


1 

1 


1 

1 


1 

1 


1 

t 


1 

1 


1 1 
1 1 




r-H 






04 


t-H 


1 04 












to 


10 


10 10 


i-H 


i-H 




i-H 


i-H 




CO CO rH 



Fh 

0 

43 

3 

>> 

a 
a 
3 

00 

Fh 
0 
* 

0 0 £ 

R 

0 i 

£ 0 G3 

c3 « 
— 00 

a o 



m 

g 

2 

*c 

h£) 



o 

BD 

O 

10 

Fh'T3 

_C2 c 

*5 

S.D O 

> 43 

^ C.w 
» O ® 
O^o 

•C"S ^ 
8 ? “ 
a o '^3 

4-3 .Th 

8 -S.S 

& h -3 



§ &■ 

53 e 3 



F- 

o 

43 

o3 



43 

G 

a 



43 

c 
0 

a 

43 

CD 

•r— » 

T3 

o 3 

G 

•2 F-i , 

^ o.'g 2 r* o 
-3.S -§£ ° 

"5 g -g | 5 

O fh b oj 0 

'S <2 



G 

2’^ 

43 3 

c 3 O 



c o 
T3 T3 



a g 
0 o 
+e o 



«4 — 1 o3 

O +> 



0 

e 

F-i 

o 

< 4-1 

w 

G 



c 3 



s- 

0 

G 

£ 

o 



O 4H 

£ a 

4-3 

(o d 
G 3 
•G* O 


M 

Fh 

O 

< 4-1 

m 

G 

G 

Fh 


<ti 

FH 

4H 

G 

# o 

’-43 


1 

1 

2 

2 

03 

0 


4—* 

G 

O 

0 

43 

a 


j 

"C 

Fh 

O 

0 


power 
for fuse 
£ handl< 




4-3 






F-h 


0 


4J . G 


Fine a 
uato 
trol. 


Fh 

0 

* 

O 

cu 


3 

T3 

O 

S 


G 

a 

4-3 

G 

O 


G 

43 

O 

O 


G 

0 

1 

<1 


Protec 

Holder 

Carryi 



F- 

o 

43 

0 

c 3 

0 

t- 

0 

F-i 

o 

0 

a 

o 

- 



0 

a 

>> 

43 



o 

i-H 

-H 

£ 

£ 

g: 

o 

o 



0 

a 

>> 

4-3 



o 

f-H 

-H 

£ 



£ 



0 

a 

>> 

43 



0 

a 

;>> 

4-3 



0 

a 

>* 

43 






o o 

1— I 1— I 1—1 1 

-H -H -H 

£ ?T £ 

^ ^ S 



a 

o 



a 

-fi 

o 






©pq offloeQoeq ”H 
®W WgHgWoffl 
o o - *-i 

C 0 lO H 04 1— I 



0 

a 

>> 

4 -=> 



i-H 

-H 

£ 

~s. 



0 02 © 

oPQ 

05 
05 



0 

a 

>> 

43 






F- 

0 

4-3 

0 



-H .2 






43 

G 

0 

4-3 

o 

a 



isi 

ISl 




0 

T5 



s- 

G 



to 

0 

Ph 



O 

T3 



O 

TJ 



O 

T3 



O 

TJ 



O 

T3 



Fh 

0 

£ 

F- 

o 

« 4 H 

w 

G 

c 3 

H 

H 



o 

TJ 



2 

2 

c 3 

o 



bC 

g3 

43 

0 

aj 

4 -* 

G 

O 

O 



T3 

Fm 

O 

O 



FH 

0 

; ^ 

1 "3 ^ 

0 2 2 

00 DO - 

G G ® 



1 

1 

• 


1 

1 

1 


1 


1 

1 

1 


1 

1 

1 


1 

1 


1 

1 

1 


1 1 
1 1 
1 1 


1 

1 

1 


1 

1 


1 

1 

1 


1 

1 

CO 


1 

1 


1 

1 


1 1 1 
1 1 1 
1 1 


1 

1 


1 

1 


1 

i-H 


1 

1 


1 

O 


1 

1 


1 

1 


1 1 
1 1 


1 


1 


1 

1 

CO 

1 

CO 


0 


J 


C 


1 i 1 


1 

1 

1 


i 


CO 

Ji 


CO 

2 


2 


04 

1 

1-H 


rH 


r-H 04 

cW 


!>• 

CO 


^H 

40 


w 

(N 


ffi 

(N 


ffi 

04 


1 1 

CO 40 cc 


rH 


CO 


0 


00 


0 


^H 


0 


O i-H 


00 


40 




40 


40 


40 


04 1> 05 


04 


cO 


0 


1-H 


04 


O 


0 


O O 


04 


O 


0 


X 


cc 


X 


05 04 05 


CO 


CO 


CO 


CO 


CO 


CO 


CO 


CO CO 


l> 




Oi 


co 


co 


X 


^ X Tt< 


0 


N 


CS3 


S3 


S3 


S3 


S3 


S3 S3 


S3 


S3 


S3 








S3S3S3 


CO 


CO 


CO 


CO 


CO 


CO 


co 


CO CO 


04 


04 


04 


CO 


CO 


X 


X X CO 




i-H 


(N 

I 


CO 

1 


Tf 


40 

1 


CO 

1 


00 

1 1 


o> 

1 


r-H 

1 


04 

1 










Jj 


p!j 




cm 


cm 


Ph 


0H 


cmcm 


Ph 


H 


H 











Digitized by 



Google 



13 Original from 

UNIVERSITY OF CALIFORNIA 




SIGNAL CORPS 



( 


04 


CO x 


1 

C© 1 


^ CO 


1 

i 


1 

1 


CO 04 i 


1 1 
1 1 


1 

1 


H 


rH 


i— i 04 


04 i 


o o 


1 


t 


i-H ^H J 


1 1 


1 


O 


o 


O t-H 


O ' 


oo 


1 


1 


O O 1 


1 I 


1 


t>.' 


b.* 




cd ! 




1 


1 


oi 04 1 


1 1 


1 






04 


04 

i 




» 

l 


i 

1 


i-H i-H | 

1 


1 1 
1 1 


1 

1 




r-H 


r-H i— 1 


i—i b- 


H H 00 


05 


i-H 


r-H t-H 


^H 



r- ' I-H 

o p §K 
£ St- 

h 8^Q 

g«gs . 

>go_ . 

sh«^*h O rfi < 

° ° ° o 
1 t ttf-*- 

<3 08 c3 c3 
pH Ph Ph Ph ( 



n 1) w 

OC *** O 

§ .§ 
*8.3 

!*s 

o hh »-i 

Jh O o 

tt? « 

S3 * e 

hPPQ 



o3 

G gt-*' 

2 g^. 

feO i 



I-" 33 

s co -9* 
2t- g i 
3 l pH 

:h ®> 

3> bc~ 

£ T3 G T3 
2 OJ ^ <D 

3p*^p* 



£ rj i 

M i3 

> 

go go 

>H pf 

fs« 

2 03 0 ) 

§ 3.S 

^ O « 

◄ S«( 



a? . 1 5 

»" ! : o- 

S® ! !■§ 

„ g, : '•« 

§ -.2 .2 x 

0 JS:S:Snn 

^ .Th ® 

a Sjf 

s£|-i^ 

H J § 

i-h 04 X 



«-» 


1 

1 

r 

i 


i 

i 

i 

i 


i i 

i i 
i ' 
. 1 
. i 


i i 
i i 
i i 
• i 


i i i 
I i l 
i > i 

1 ! 1 


1 

i 

1 

1 


1 1 1 
1 1 1 
1 1 1 
1 1 1 


* 






P* 




! P* 






o 


• 

\ 


i 

i 


1 3 


' a 
! S 


..2 ; 
I'O 1 


1 

1 


1 1 1 
1 1 1 


5 

£ • 


i 

-Q 

O 


O 

« 


__do_ 

tput 


J* 

15 ^ 
© o 


>h fn ' 

<X> O 

-4^> -+H © 

G G-* 


o 

'C 


x: o o 
o'O'O 

+=> 1 1 




P 




; s 


c3^P 


O O o 




£ 1 ! 




& 


i 

i 


i o 

i 


Ph Ph 


pU| pu, CO 




X * : 

1 l 


I 


i 

i 


i 

i 

i 


i i 
i i 
i i 


i i 
i i 

CO 


i i i 

i i i 

1 i-H 


1 

1 

t 


l l 1 
l l l 
l 1 l 


8. 

b 6 
6^ 


i 

i 

tR 


t 

i 

c© 


■ i 

. i 

LQ i-H 


Ph 

K i 


PhPh 


tO 


l 1 l 

O 05 1 

04 t-H r— 

1 I 1 




00 


00 


oo cd 


04 04 


04 04 ic 


r— 


to to x 


2 8 






Tf b- 


to to 


to to CO 


co 


04 04 Tf 


si 


b- 


l> 


1> tO 


X C5 


00 00 CO 


*> 


XXX 


tO 


ic 


tO to 


co to 


co co x 


X 


C5 05 05 


GO 


N 


CS3 


S2N 


CS3 


P*H Ph N 


ESJ 


S3CS3SJ 




04 


04 


04 04 


CO 04 


CO CO 04 


04 


XXX 



•S-Ve 

•g§£ 

HC 



Original from 

UNIVERSITY OF CALIFORNIA. 



2V6J5GT. do VT-94-D, RMA #6J5-GT_.J R. f. osc 




SIGNAL GENERATORS 1-7 2-G AND H 



20 



20. List of manufacturers. 



Manufacturer 

Espey Mfg. Co. Inc 

Micamold Radio Co 

Meissner Co 

Sprague Specialties Co 

International Resistance Co 

Littelfuse Inc 

General Electric Co 

A. W. Franklin Co 

American Phenolic Corp. (Am- 
phenol) . 

Carling Tool Co 

Syl vania Elect. Products 



Address Number 

305 East 63rd Street, N.Y.C 1 

1087 Flushing Avenue, Brook- 
lyn, N.Y 2 

Mount Carmel, Illinois 3 

North Adams, Mass 4 

401 N . ’-Broad Street, Philadel- 
phia, Pa__ 5 

4757 Ravenswood Avenue, 

Chicago, 111 6 

570 Lexington Avenue, N.Y.C- 7 

175 V arick Street, N.Y.C 8 

1830 S. 54th Avenue, Chicago, 9 

111 . 

626 Capitol Avenue, Hart- 10 

ford, Conn. 

Emporium, Pa 11 



[A. G. 062.11 (2-4-13).] 

By order or the Secretary of War : 

G. C. MARSHALL. 

Chief of Staff. 

Official : 

J. A. ULIO, 

Major General , 

The Adjutant General. 

Distribution : 

IC 7 (2), ll '(4). 

(For explanation of symbols see FM 21-6.) 
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